Wall Shear Stress Distribution in Arteriovenous Graft Anastomosis Using Computational Fluid Dynamics

Sasikarn Khruasingkeaw,1-3, Yottana Khunatorn3,5, Kittipan Rerkasem3,5, and Tanop Srisuwan3,5
1 Biomedical Engineering Program, Faculty of Engineering, Chiang Mai University, Thailand;
2 Biomedical Engineering Center, Chiang Mai University, Thailand;
3 Department of Mechanical Engineering, Faculty of Engineering, Chiang Mai University, Thailand;
4 Department of Surgery, Faculty of Medicine and RIHES, Chiang Mai University, Thailand;
5 Department of Radiology, Faculty of Medicine, Chiang Mai University, Thailand
Email: Sasikarn.ap@gmail.com; yottana@eng.cmu.ac.th, rerkase@gmail.com, tanoptanop@gmail.com

Abstract—This research study about anastomosis configuration of end-to-side brachioaxillary arteriovenous graft (AV graft) by comparing flow pattern of different angles, i.e., 20°, 30°, 45°, and 90° at the anastomosis sites. The study assumption is that the angle of anastomosis relate to intimal hyperplasia at inner vessel wall. The AV graft models were constructed by Computational fluid dynamics (CFD) analysis. Since the shear stress are an initiator and modulator of intimal hyperplasia (IH). Flow pattern and corresponding wall shear stress are analyzed. The result shows that the anastomosis with small angle is more proper to use than large angle in order to reduce intimal hyperplasia at inner vessel wall which decrease the incidence of stenosis. Also the rate of AV graft reoperation will be decrease.

Index Terms—stenosis, CFD, intimal hyperplasia, brachioaxillary graft, wall shear stress, anastomosis angle

I. INTRODUCTION

End stage renal disease (ESRD) is the malfunction of kidneys, which unable to remove waste or excess fluid from blood effectively [1]. The most common treatment (approximately 1.3 million patients worldwide) of this disease is hemodialysis. The patient was treated by using dialysis machine to draw blood flow from the body and return blood back to the body via arteriovenous (AV) accesses. Hemodialysis is one choice for treatment. Hemodialysis patients require AV accesses, which are either arteriovenous fistula or arteriovenous graft in order to make it easier to insert the catheter for blood drawing. The AV access is the connection between artery and vein on arm. The connection site is called an anastomosis. Two types of AV accesses are an autogenous and prosthetic. This study focused on brachioaxillary arteriovenous graft on the upper arm, which is one type of prosthetic AV access. The problem is found post AV graft surgery is intimal hyperplasia (IH). That is the injured reaction of connective tissue in the vessel wall [2]-[4]. The prosthetic AV graft appears the IH at the outflow vein after the vascular injury [5]. The 60% of AV fistulas fail to mature primarily near the anastomosis area. The AV grafts are not probable to different. This study hypothesis is the different flow pattern and wall shear stress of each angle are the main cause of IH occurring which affect to patency of AV graft.

[6] As other study about the hemodynamics pattern of the end-to-side vascular graft in canines, the results show flow separation was occurred at the toe side. In the other words, the anastomosis effects to normal flow pattern [7]. The other anastomosis angle study is an end-to-side anastomosis in vivo. The result reported the small angle appeared least flow disturbance and the reverse velocity at the preferential site, that effect to IH occurring.

A study on hemodynamic is the blood flow pattern analysis. The simulation model is an alternative for this study that can predict the flow patterns inside the vessel. In addition, the outcome of the simulation model shows the regions of flow pattern and wall shear stress. It benefits to AV access creation in the future.

II. METHODS

A. Geometric Models

The geometries of our model compose of AV graft and vein. The AV graft uses common prosthetic vascular graft size with diameter of 6 mm. The diameter of connected refers to vein nominal value of human size, which is 6 mm. At the anastomosis site, the end of brachial artery connects with graft and graft connects with side of axillary vein as shown in Fig. 1. All models length is 20 cm and distance between inlet site and an anastomosis site is 10 cm. The distance of anastomosis site to outlet is 10 cm. Angles at the anastomosis sites are 20°, 30°, 45°, 60° and 90° respectively. The different flow pattern and wall shear stress of each angle will be analyzed.

B. Boundary Condition

The models were assumed as rigid wall and the fluid properties were chosen to approximate human blood. The blood is incompressible and non-Newtonian fluid with constant density (ρ) is 1,060 kg/m³ and dynamic viscosity...
(\(\mu\)) is \(3.0382 \times 10^{-3}\) kg/m.sec. The Reynolds number at inlet 1 and inlet 2 of all cases were 432 and 617 respectively. The flow rate at inlet and outlet were obtained from medical data. The volume flow rates are 350 ml/min at inlet 1 and 50 ml/min at inlet 2. Outlet pressure was set zero. Numerical models were created based on five different connection angles.

### C. Computational Fluid Dynamics

The models were created and analyzed by using commercial SolidWorks 2014 [8]. The CFD codes are computed using the numerical algorithm to solution. In this study, grid resolutions were ranged approximately 740,000 cells to 990,000 cells. The computation cells within each model are shown in Table I. Navier-Stokes equations (1a - 1c) for three dimensional flows were solved by finite volume method.

\[
\frac{\partial u}{\partial t} + u \frac{\partial u}{\partial x} + v \frac{\partial u}{\partial y} + w \frac{\partial u}{\partial z} = \vec{X} - \frac{1}{\rho} \frac{\partial p}{\partial x} + \mu \nabla^2 u, \tag{1a}
\]

\[
\frac{\partial v}{\partial t} + u \frac{\partial v}{\partial x} + v \frac{\partial v}{\partial y} + w \frac{\partial v}{\partial z} = \vec{Y} - \frac{1}{\rho} \frac{\partial p}{\partial y} + \mu \nabla^2 v, \tag{1b}
\]

\[
\frac{\partial w}{\partial t} + u \frac{\partial w}{\partial x} + v \frac{\partial w}{\partial y} + w \frac{\partial w}{\partial z} = \vec{Z} - \frac{1}{\rho} \frac{\partial p}{\partial z} + \mu \nabla^2 w, \tag{1c}
\]

The ratio \(\frac{\mu}{\rho}\) is the kinetic viscosity of the fluid, and \(\nabla^2\) is the Laplacian operator.

The stress tensor equation is

\[
\tau_{ij} = \mu(\dot{\gamma}) \left( \frac{\partial u_i}{\partial x_j} + \frac{\partial u_j}{\partial x_i} \right) \tag{2}
\]

where shear rate is,

\[
(\dot{\gamma}) = \sqrt{d_{ij} \cdot d_{ij}, d_{ij} = \frac{\partial u_i}{\partial x_j} + \frac{\partial u_j}{\partial x_i}} \tag{3}
\]

<table>
<thead>
<tr>
<th>Angle</th>
<th>20°</th>
<th>30°</th>
<th>45°</th>
<th>60°</th>
<th>90°</th>
</tr>
</thead>
<tbody>
<tr>
<td>Cells</td>
<td>953337</td>
<td>980349</td>
<td>941434</td>
<td>747967</td>
<td>842303</td>
</tr>
</tbody>
</table>

### III. RESULTS

#### A. Flow Pattern

The connection of artery and vein disturbs the normal blood flow in vessel because both of them have a different flow. High flow from artery encounter with low flow in vein, the flow pattern will be changed. That is, at the connection area fluid has a pressure drop and energy loss. The velocity will be decreased due to raising the cross-sectional area in this site. As follow in Fig. 2, the axial circulation flows appear in with large angle models there are 45°, 60° and 90°, respectively. The location is beside the toe of anastomosis area. The connection with small connection angles models, 20° and 30°, respectively, absence the spiral circulation flow. That shows in Fig. 2. The circulation flow effects of wall shear stress. It makes connective tissue injury then activates IH occurring, describes in conclusion part.

#### B. Wall Shear Stress

The shear stress distributions are graphically shown in Fig. 3 and shear stress contours are shown in Fig. 4. The results present high wall shear stress at the anastomosis area in all models. In this area, the wall shear stresses begin to increase at 10 cm and decrease at 12 cm approximately from inlet. The highest shear stress is found at 90° of angle with 4.13 Pa, as shown in Fig. 3(e) and the lowest is found at 30° of angle with 2.09 Pa, as shown in Fig. 3(b). Note that, the wall shear stress is steeper with an increasing of the angle from 45°, 60° and 90° as shown in Fig. 3(c), (d) and (e). On the other hand,
the wall shear stresses are quite similar when increase the angle from 20° and 45° as shown in Fig. 3(a) and (c). The maximum shear stress at the vessel wall is shown in Table II.

### TABLE II. MAXIMUM SHEAR STRESS AT THE VESSEL WALL

<table>
<thead>
<tr>
<th>Angle</th>
<th>20°</th>
<th>30°</th>
<th>45°</th>
<th>60°</th>
<th>90°</th>
</tr>
</thead>
<tbody>
<tr>
<td>Length (cm)</td>
<td>10.71</td>
<td>10.79</td>
<td>10.72</td>
<td>10.53</td>
<td>10.61</td>
</tr>
<tr>
<td>Wall shear stress (Pa)</td>
<td>2.41</td>
<td>2.09</td>
<td>2.40</td>
<td>2.57</td>
<td>4.13</td>
</tr>
</tbody>
</table>

Shear distribution contours are indicated by the color scale with scale as include in the Fig. 4. The 45°, 60° and 90° models represent maximum wall shear stress are shown in Fig. 4(c), (d) and (e), respectively. Red color corresponds to higher shear stress level. The maximum shear stress occurs at the toe site of anastomosis area in 30°, 45°, 60° and 90° models. The 20° model shows the lowest shear stress than other models that shown in Fig. 4(a). Therefore, the magnitude of the shear stress values depends on anastomosis angle. Since flow pattern considerations compare with wall shear stress. The models, which appeared the axial circulation flow, show the high wall shear stress.

### IV. DISCUSSION

The connections between artery and vein effect to flow pattern transformation. Because both vessels are different, that is the pressure in vein much lower than in artery at the same general location. The veins have thin walls and easy to collapsed in a normal function. The velocity blood flow in vein is lower than in the artery because blood flow in this site return to the heart. The effect of connection geometry, the fluid has the energy loss and pressure drop. The energy loss is affected from increasing of cross-sectional area at the anastomosis site. That is, the flow rate will decrease large cross-sectional area. The circulation flow would cause the momentum loss and lead to the pressure drop. Flow
structure that appeared the stagnation region was effect from pressure drop. Fig. 2 show the velocity streamlines of each angle model. The 20° and 30° of the angle show smooth flow pattern along the lines. Since the small angle, the momentum of fluid flow from inlet to the connection area is less than large angle. That is a bit energy loss, flow pattern will not change. The secondary flow patterns appear in large angle of the models. The spiral secondary flow at toe area is shown in 45°. The re-circulations of flow are appeared in 60°, 90° and wide area in 90°. The primary stagnation region is found in 45° then 60° and 90° respectively [12], [13]. In the theories, the IH is induced by flow disturbance. Therefore, to find the suitable angle of the anastomosis help to reduce flow disturbance occurring. As the result, the small angles show least flow disturbance appear in Fig. 2(a) and (b). So that it should be considered with wall shear stress. Because the walls shear stress is an effect from flow pattern changing.

Fig. 4 shows wall shear stress contour distribution of each model. Higher shear stress show red color. The red area is vast in 90° of the angle that shows in Fig. 4(e). The small angles show low shear stress. The large angles widely appear red area that is high wall shear stress. Table II shows the maximum shear stress. The length in Table II is measured from inlet to outlet. The high wall shear stress locations are quite similar to all of models that are anastomosis area [14]. The study of flow and wall shear stress in end-to-side and side-to-side anastomosis of bypass grafts reported the wall shear stress increase when the blood velocity gradient is increase.

V. CONCLUSION

Ref. [15] Hemodynamic theories refer to the wall shear stress in a vascular are related to IH [16], [17]. The mediators will release in the arteries under the steady flow and laminar blood flow conditions when stimulates on an average approximately 1.5 Pa of shear stress. From the references, the wall shear stress is considered to the main influence that occur IH. Numerical results in all models show shear stress value more than 1.5 Pa. That means every angles of the anastomosis are possible to IH occurring. However, the results found that the reducing of angle can be decreased the wall shear stress, which decrease the IH occurring. Result considerations conclude that the small angles of anastomosis are suitable for AV access construction more than the large angle. Finally, this study is not only predicted the wall shear stress in a vascular but also helpful for AV access construction. [18]-[20] Therefore the anastomosis angle is suitable that help to decrease pathologic process after surgery. This study regards as hemodynamic pattern design, which desire to benefit to the future.

ACKNOWLEDGMENT

The authors wish to thank Dr. Rerkasem was supported by the project for the Center of Excellent, Chiang Mai University. This work was supported by the National Research Council of Thailand, is grant funding under the thesis grant for master degree student (FY2015).

REFERENCES

Sasikarn Khruasingkeaw was born in Lamphun, Thailand, July 15, 1983. She received a bachelor degree in Nursing from Chiang Mai University, Thailand 2005. She works as a nurse at Sriphat Medical Center, Chiang Mai. In 2012 she started her master degree in biomedical engineering at Faculty of Engineering, Chiang Mai University.

Yottana Kunatorn was born in Chiang Mai, Thailand, January 2, 1971. He received his bachelor degree in mechanical engineering from Chiang Mai University, Thailand 1992, master degree in mechanical engineering from University of Colorado at Denver, 1996 and Doctor of philosophy degree from University of Colorado at Boulder, 2002. He is an assistant professor in Department of Mechanical Engineering at Chiang Mai University and deputy director at energy research and Development Institute Nakornpang, Chiang Mai University since 2011 to present. He experts in Cardiovascular Engineering, Computational Fluid Dynamics, Heat Transfer, Flow Visualization, Fuel Cell and Engineering Piping. He published a fluid dynamic study of the total cavopulmonary connection of the Fontan operation in 2000, Influence of connection geometry and SVC-IVC flow rate ratio on flow structures within the total cavopulmonary connection in 2002 and Comparison of in vitro velocity field measurements in a scaled total cavopulmonary connection with computational predictions in 2003.

Kittipan Rerkasem was born on July 26, 1968. He received his medical degree in faculty of Medicine, Chiang Mai University in 1993, Board Certified General Surgery, Thailand in 1998, PhD in Vascular Disease at University of Southampton, England in 2003 and Board Certified Vascular Surgeon Thailand in 2005. He is a professor, Division of Vascular Surgery, Department of Surgery, Chiang Mai University, Thailand and Head, Center for Applied Science, Research Institute of Health Science, Chiang Mai University, Thailand. He is award for publication with highest citation among staffs of Faculty of Medicine, Chiang Mai University, Thailand in 2013. Prof. Dr. Kittipan Rerkasame, MD is a membership of Thai Vascular Society Association.

Tanop Srisuwan was born April 12, 1976. He received his medical degree in the Faculty of Medicine, Siriraj Hospital, Mahidol University, Thailand 1999, board certification of Thai Board of Diagnostic Radiology in 2005. He interesting in Cardiovascular imaging and Doppler ultrasonography. He is a membership of Medical Association of Thailand, Royal College of Radiologist of Thailand, Thai Society of Vascular and Interventional Radiology, Radiology Society of North America, Society for Cardiovascular Magnetic Resonance and European Society of Thoracic Imaging.